[The Research on Reinspection Problems in Supervisory Sampling Inspection for Medical Devices].
Supervisory sampling inspection is one of the administrative supervision measures for medical devices. As the reinspection work affects the final conclusion of sampling inspection, inappropriate overturn during the reinspection has already impaired the impartiality and authority of the supervisory inspection work. By the statistics of survey materials, this article analyzes the reasons for requesting reinspection and making overturns, and proposes a scheme for eliminating the interference factors such as the understanding divergences and the defects of standards, the inspection capacity and the issues of sampled devices, etc. To enhance the authoritative of reinspection, this article also proposes principals of evasion, precedence, arbitration and assessment, and the improvement of the reinspection workflow in order to make the reinspection work more appropriate, more efficient and more impartial.